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We have developed an acrylic microfluidic device that
sequentially couples liquid-phase isoelectric focusing
(IEF) and free solution capillary electrophoresis (CE).
Rapid separation (<1 min) and preconcentration (73×)
of species were achieved in the initial IEF dimension.
Using full-field fluorescence imaging, we observed non-
dispersive mobilization velocities on the order of 20 µm/s
during characterization of the IEF step. This transport
behavior allowed controlled electrokinetic mobilization of
focused sample bands to a channel junction, where
voltage switching was used to repeatedly inject effluent
from the IEF dimension into an ampholyte-based CE
separation. This second dimension was capable of analyz-
ing all fluid volumes of interest from the IEF dimension,
as IEF was ‘parked’ during each CE analysis and re-
focused prior to additional CE analyses. Investigation of
each dimension of the integrated system showed time-
dependent species displacement and band-broadening
behavior consistent with IEF and CE, respectively. The
peak capacity of the 2D system was ∼1300. A compre-
hensive 2D analysis of a fluid volume spanning 15% of
the total IEF channel length was completed in less than
5 min.

Multidimensional separations aid in accurate identification and
quantification of specific proteins present in complex samples.1-3

In a two-dimensional (2D) separation, two independent separation
mechanisms are employed sequentially, each providing a selective
displacement along respective separation axes.4 Conventional
implementations of 2D systems include slab-gel and coupled-
column formats.5,6 In such a system, species do not simply
separate along a single linear dimension but over an area defined

by the two separation mechanisms. Assuming unit resolution
between neighboring peaks,3 a nondimensional quantity known
as the peak capacity of a 1D separation, n, can be expressed as

Here L is the separation channel length and w is a measure of
the average analyte bandwidth based on the standard deviation
of the concentration distribution, σ. Typical estimates of w include
4σ and the full width half-maximum value (for a Gaussian
distribution, fwhm ≈ 2.35σ). The peak capacity is proportional to
the square root of the number of theoretical plates (N ) L2/σ2).
The total peak capacity of a 2D system, ntotal, is estimated to be
the product of the peak capacities of each respective separation
dimension,2

where n1 and n2 are the peak capacities of the constituent
separation dimensions, as described in eq 1. Giddings outlined
considerations for discrete coupling of techniques that include
the independence of each successive separation mechanism
(orthogonality), rapid peak generation, high resolution, and overall
technique compatibility.2 Isoelectric focusing (IEF) coupled with
gel or free solution electrophoresis generally satisfies these
conditions and has been employed in the analysis of complex
samples on the macroscale for some time.4,7 During such a 2D
analysis, the initial IEF step comes to completion, is halted, and
a subsequent electrophoretic analysis proceeds. With its demon-
strated high resolving power, slab-gel 2D electrophoresis is
considered a workhorse of proteomic research. Although crucial
to such research, the technique is a bottleneck that can take as
much as three working days to complete.1,8 While automation
would speed the process considerably, miniaturization and the
use of microfabricated devices begins to address throughput
requirements through decreased analysis times.9,10
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Single-dimension separations are today commonly performed
on-chip. Examples of demonstrated on-chip 1D separations include
capillary electrophoresis (CE),11-13 open channel electrochro-
matography (OCEC),14 micellar electrokinetic chromatography
(MEKC),15 and IEF.16-19 In contrast, few on-chip 2D separation
development efforts have been reported, with the exception of
separations coupled to mass spectroscopy as described by
Khandurina and Guttman and references therein.10 In an effort to
integrate several steps on a single device, Bousse et al. have
developed a method for fast on-chip fluorescence labeling and
sizing of proteins.20 As for integrated on-chip separations, Rocklin
et al.21 and Gottschlich et al.22 have sequentially coupled chro-
matographic techniques (MEKC and OCEC, respectively) with
CE. While investigation of OCEC-CE showed a lack of orthogo-
nality in some instances, MEKC-CE was shown to be an efficient
separation scheme with a good system peak capacity (ntotal of 500-
1000, based on fwhm). While these 2D on-chip separations were
conducted in liquid phase, the composition of the medium was
varied between the first and second dimensions. A key feature of
the on-chip IEF-CE system described in this work is the initial
uniformity of the separation media in both dimensions. In this
system, control of the reservoir conditions at the terminus of each
dimension (e.g., pH, applied potential) determines the electro-
phoretic separation mechanism acting in the microchannel (i.e.,
IEF or CE).

IEF is attractive as the first dimension of a microdevice-based
separation for several reasons. Namely, the focusing nature of IEF
increases species concentrations substantially from that of the
initial sample mixturesconcentration increases of a 100-fold are
common using capillary-based IEF.23 This concentrating of the
sample improves the detection limits of a miniaturized system,
making CE separations in the second dimension feasible for
initially dilute sample concentrations. Unlike CE, the focusing
behavior also makes the technique insensitive to injection disper-
sion present in an initial sample plug. Additionally, due to the short
length scales employed, the speed with which miniaturized IEF
separates species is substantially faster than that of conventional
capillary or slab-based separations.16,18,24 Last, the persistence of

focused sample bands and the ability to defocus and readily
refocus those bands is attractive for on-chip 2D devices.25 These
latter two characteristics allow flexibility in system design, as the
time necessary for sample handling and subsequent separation
in the second dimension does not result in degraded resolution
or signal in the IEF dimension.

IEF is typically implemented using a mobilization force to
transport focused sample species past a single-point detector.
While full-field imaging renders mobilization for detection pur-
poses unnecessary,26 the need to further manipulate or fractionate
focused species may benefit from mobilization. An EOF mobiliza-
tion approach was developed for use in fused-silica capillaries
using various dynamic channel coatings.27-29 Hofmann et al.
adapted this “one-step” EOF mobilization technique for use in
quartz microdevices.16 In the quartz microdevice study, no
coatings were used, thus resulting in short species residence times
within the separation channel. Microchannels fabricated in acrylic
substrates exhibit electroosmotic mobilities lower than those
measured in glass capillaries.30 For applications that require fine
handling of focused sample bands for further analysis, such as
the IEF-CE system considered in this work, a slow nondispersive
mobilization method could prove useful.

The current work details development of a microfluidic
platform that sequentially couples liquid-phase IEF and free
solution electrophoresis (CE). Fluorescent species are separated
by IEF in the first dimension and CE in the second. The separation
medium in each dimension is a mixture of ampholytes (focused
ampholytes for IEF and unfocused ampholytes for CE). Full-field
CCD imaging is used as a tool for the design and characterization
of the device. The 2D on-chip separation method is compared to
independent relevant 1D on-chip separations.

EXPERIMENTAL SECTION
Chemicals and Instrumentation. Bio-Lyte pH 3-10 carrier

ampholytes at 2% w/v (BioRad Laboratories, Hercules, CA) were
used as the liquid-phase separation medium for all separation
experiments. For the IEF experiments, 40 mM sodium hydroxide
at pH 10 (Catalog No. 148-5028, BioRad) was used as the catholyte
and 20 mM phosphoric acid at pH 3 (Catalog No. 148-5029,
BioRad) was used as the anolyte. All channels were rinsed with
filtered (0.2-µm pore size) 1 M sodium hydroxide for ∼5 min
before and after use. Following the sodium hydroxide rinse,
channels were washed with deionized water and air for 2 min. All
channels were stored dry. Recombinant green fluorescent protein
(GFP, MW 26 900) (Catalog No. AFP5201, Q Biogene, Montreal,
PQ, Canada), FITC-labeled dextran (MW 10 000), and FITC-
labeled ovalbumin (MW 45 000-46 000) were used for the
experiments presented here. Sample concentrations were in the
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100-200 nM range and were stored chilled (20 °C) after dilution
with the carrier ampholytes.

Characterization of Analytes. For comparison with the
microfluidic device, slab-gel IEF was performed on the sample
species. Precast immobilized pH gradient (IPG) gel strips with a
linear pH gradient range of 3-10 were rehydrated overnight in
rehydration buffer (8 M urea, 4% CHAPS, 10 mM DTT, 0.2% (w/
v) Bio-Lyte 3-10) containing sample. Focusing was performed
using the BioRad Protean IEF cell for a total of 6 h at 20°C. A
mixture of 2D SDS-PAGE standards (BioRad) was used as a
calibrated pI reference. Gels were stained with Bio-Safe Coomassie
(BioRad) and visualized by scanning using a BioRad Molecular
imager FX Pro Plus (BioRad).

Microdevice Imaging Technique. The species transport was
observed using standard epifluorescence techniques and a CCD
camera. During the separations, the fluorescent sample species
were excited with a mercury lamp using epifluorescence filter sets
for GFP (Omega Optical Inc., Brattleboro, VT). Images were
collected using an inverted epifluorescence microscope (IX-70,
Olympus, Melville, NY) equipped with 2×, 4×, and 10× objectives
(numerical apertures of 0.08, 0.16, and 0.4, respectively). An x-y
translation stage (Olympus, Melville, NY) was used to position
the chip and fixturing relative to the imaging optics. A 0.31×
demagnifier (Diagnostic Instruments Inc., Sterling Heights, MI)
was used to increase the field of view projected onto the CCD. A
1300 × 1030, Peltier-cooled interline CCD camera (MicroMax
1300YHS, Roper Scientific, Trenton NJ) was employed for image
collection. A typical sampling rate of 2 Hz was used with image
capture coordinated using a digital delay generator (Berkeley
Nucleonics Corp., San Rafael, CA). Subsequent image analysis
was conducted using a combination of in-house Matlab image
processing code (The Math Works Inc., Natick, MA) and available
and in-house Java plug-ins developed using ImageJ (National
Institutes of Health, Bethesda, MD, http://rsb.info.nih.gov/ij/).
Images were corrected for background signal and normalized to
adjust for spatial nonuniformities in the excitation and collection
efficiencies. Peak width and relative position were computed from
spatial electropherograms obtained by binning each CCD image
in a direction perpendicular to the particular separation axis.

Microchip Device and 2D IEF-CE Device Operation.
Custom planar microchips were designed in-house and then
fabricated by Aclara Biosciences (Mountain View, CA) in poly-
(methyl methacrylate) (acrylic) using an imprinting and laminating
technique similar to that reported in the literature.31 Micro-
channels fabricated in acrylic were selected because of the low
electroosmotic mobility associated with the microchannel walls,
as compared to the mobility of untreated glass substrates.30,32 To
fabricate the microdevice, a wet-etched glass plate (mold master)
was electroplated to create a metal electroform (mold tool). The
mold tool was then used to emboss an acrylic substrate, creating
grooves that were subsequently sealed with a thin acrylic laminate
to form the enclosed microchannels. Fluidic and electrical access
holes were drilled in the acrylic substrate prior to the laminate
sealing step. The channel cross sections were D-shaped, as is

characteristic of the isotropic etch used in the mold-making
procedure, and measured 200 µm wide by 20 µm deep. For the
1D IEF, a straight channel (length of 2.54 cm) was used. A cross
geometry was used for both the 1D CE and the 2D studies. The
cross geometry had a horizontal channel length of 2.8 cm and an
intersecting vertical channel of length 2.5 cm. Custom fixturing
was designed and fabricated in-house to provide wells for inserting
electrodes and allow for pressure filling of liquid into the channels.

An important aspect of our liquid-phase approach is the use
of an initially uniform ampholyte buffer solution in both the IEF
and CE dimensions. IEF and CE are achievable in the same
ampholyte buffer solution through control of the chemistry and
applied potential at the reservoirs. Pressure-driven flow was used
initially to fill all channels with the ampholyte solution. Electro-
kinetic flow was subsequently used to fill only the IEF channel
with the sample mixture. After the channels were filled, excess
sample was removed from the anolyte and catholyte reservoirs.
To prevent mobilization of the sample out of the IEF channel,
the anolyte and catholyte reservoirs were simultaneously filled
with electrolyte using two pipets. Platinum electrodes were
submerged in the fluid of each reservoir, and high voltage was
applied and adjusted using a computer-controlled high-voltage
power supply (Micralyne, Edmonton, AB, Canada). The am-
pholytes in the IEF dimension, with acidic and basic boundary
conditions at the terminal reservoirs, aligned under an applied
axial electric field to form an axial pH gradient. Focused species
were mobilized, using EOF, to an intersection where fluidic
volumes from the first dimension (IEF) were electrokinetically
sampled into the second dimension (CE). In the CE dimension,
the ampholytes lacked the extreme pH boundary conditions and,
thus, remained unfocusedsbehaving as a buffer with a measured
pH of 8.5.

RESULTS AND DISCUSSION
In this section, we first present an examination of on-chip IEF

in low-viscosity ampholytes. Next, we present results for an
ampholyte-based CE separation technique. Last, we present a 2D
assay that integrates these two processes on a single microfluidic
device.

On-Chip 1D IEF. During steady-state IEF, the variance of
focused concentration distributions can be expressed in terms of
species properties and system operating conditions.33 The variance
has an inverse dependence on the applied electric field strength,
E, and the steepness of the pH gradient, dpH/dx,

Properties specific to the sample species have been grouped as
C1 ) D/[-dµ/d(pH)], where D is the diffusivity of the species
and µ is the electrophoretic mobility of the species. From eq 3, it
is apparent that the variance of the focused distributions will
decrease as either the steepness of the pH gradient (dictated by
the pH boundary conditions and channel length) or the strength
of the applied electric field is increased. To investigate the
relationship between the applied field strength and the charac-
teristic focused zone width in our 1D IEF microsystem, a sample
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solution consisting of only GFP was focused at a variety of field
strengths and the variance of the resulting concentration distribu-
tions was measured. These results are shown in Figure 1. A least-
squares fit shows σ2 varies linearly with 1/E (R2 ) 0.97) for a
given initial sample mass, as would be expected in IEF. In such
experiments, Joule heating limits the maximum resolution at
higher applied field strengths.34 The error bars in Figure 1 show
the run-to-run reproducibility of the data and were estimated using
between three and six realizations. Sources of variation include
pressure-driven flow in the IEF channel (arising from slight fluid
height differences between the reservoirs, meniscus shape dif-
ferences between the reservoirs, or both) and background noise
in the intensity signal. Using eq 1 to estimate the peak capacity
of the system yields n ∼ 146 (w ) 174 µm) at E ) 295 V/cm and
n ∼ 175 at E ) 495 V/cm (w ) 145 µm) for the 1D IEF system.
The latter peak capacity shows improvement over that calculated
from the reported N for a similar separation on a quartz microchip
(from eq 1, a plate number of N ) 27 000 gives nIEF ) (1/
2.35)27000 ) 70 at 500 V/cm).16 All species were present in
concentrations of 150 nM prior to focusing. Based on the channel
length (L ) 2.54 cm) and the largest final focused zone width
(4σ ) 350 µm), the sample species are estimated to have
concentrated by a factor of 73, resulting in a final focused
concentration of ∼10 µM.

The velocity of the focused GFP species was continuously
monitored and used as a measure of the mobilization velocity in
the IEF channel during the 1D separation process. Focusing and
detection took place in less than 60 s, with focused species bands
initially detectable within 15 s. The applied electric potential was
periodically removed, and the resultant peak drift velocities were
recorded to correct for low bulk fluid flow imparted by pressure-
head or meniscus differences between the channel reservoirs. The
measured mobility of the GFP band decayed with time, with the
mobility at the start of IEF (µmob ) 0.3 × 10-4 cm2/V‚s) being a
factor of 7.5 higher than the mobility measured 10 min later (µmob

) 0.04 × 10-4 cm2/V‚s). The mobilities measured in the micro-
device IEF system during electroosmotic mobilization were 8-fold

smaller than electroosmotic mobilities reported for PMMA capil-
laries filled with phosphate buffer (pH 8.5, µ ) 2.5 × 10-4 cm2/
V‚s)30 (the mobilities measured near the end of mobilization were
62-fold smaller than the value reported for PMMA). Other IEF
studies have noted possible EOF suppression when focused
carrier ampholyte solutions are used.35, 36

In general, electrokinetic separation systems with nonuniform
ú-potential distributions result in velocity distributions that are not
pluglike in nature. The variation in the ú-potential gives rise to
induced pressure gradients and associated advective dispersion.37

Although the axial pH gradient required for IEF may result in
ú-potential variation, the mobilized IEF bands do not display
increased dispersion. Based upon properties reported for PMMA,30

the magnitude of the induced pressure-driven flow in our IEF
system is expected to be on the order of the measured electro-
osmotic mobilization velocity, (Upressure ∼20 µm/s). This velocity
is such that the time required for a molecule to diffuse across
the depth, d, of the microchannel (d2/D) is on the order of the
time required for a molecule to advect by pressure-driven flow
the same distance (d/Upressure). This condition results in minimal
advective dispersion.38 Furthermore, any dispersion arising from
induced pressure-driven flow will be obscured by the focusing
effect of IEF. These two conditions explain the observation of low
dispersion band transport during the IEF step. A nondispersive
mobilization scheme, such as the slow EOF mobilization used in
this system, is important for maintaining high resolution during
the IEF portion of the analysis.

On-Chip 1D Ampholyte-Based CE. Ampholyte-based 1D CE
experiments were conducted on the GFP sample analyzed in the
1D IEF study using the minimum dispersion injection scheme
developed by Alarie et al.39 The CE analysis revealed three peaks
present in the GFP sample, as will be further discussed in the
next section. The separation resolution, SR2 ) ∆L2/σ2 (based on
the major and flanking peaks), was measured to investigate the
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Figure 1. Spatial variance of the predominant GFP peak at various
applied field strengths for 1D on-chip IEF. The data (solid points) are
shown with a least-squares fit (solid line) to a 1/E behavior (R2 )
0.97). The y-axis error bars represent the maximum scatter in run-
to-run reproducibility, with three to six measurements at each field
strength.

Figure 2. Time-dependent squared separation resolution, SR2 )
(∆L/σ)2, during 1D ampholyte-based CE. Shown are three independ-
ent experiments (squares, circles, triangles), conducted at E ) 315
V/cm, having a linear correlation coefficient of 0.94.
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behavior of unfocused ampholytes as the CE buffer. Figure 2
shows the behavior of SR2 for three independent separations along
with a linear least-squares fit to the data (R2 ) 0.94). In general,
CE separations exhibit a linear increase in the SR2 value with time
due to constant velocity differences between species and linear
increases in band variance with time. In contrast, during the
steady-state phase of IEF, sample bands do not move relative to
each other nor do they broaden due to diffusion resulting in a
constant SR2 value. The linear dependence on time exhibited by
the measured SR2 values presented in Figure 2 is consistent with
a CE separation mechanism, thus indicating that CE can be
performed on-chip in a solution of unfocused ampholytes. The
ability to perform CE in unfocused ampholytes enables coupling
of liquid-phase IEF to ampholyte-based CE in the IEF-CE system
detailed in this work.

On-Chip IEF-CE. The experiments described above are a
demonstration and characterization of on-chip IEF and on-chip
ampholyte-based CE. In this section, we present an on-chip
separation that sequentially combines IEF and CE in a single
device. The microchip geometry shown in Figure 3 was used, and
the arrows in the figure indicate the direction of sample movement
during each separation. The table in Figure 3 and the CCD images
presented in Figure 4 aid in description of the 2D separation
algorithm. After the initial focusing step, the 2D separation
algorithm consisted of multiple iterations through the following
sequence of steps: (Figure 4A) an IEF separation with simulta-
neous EOF mobilization of sample species along the axis of the
first dimension (IEF/EOF), (Figure 4B) electrokinetic sampling
of a relatively small volume of the IEF dimension constituents
into the CE channel, and (Figure 4C) a CE separation in the
second dimension. Figure 4D shows the start of the next
separation cycle in which IEF and simultaneous mobilization have
been reinitiated in the first dimension. As this is a serially
implemented 2D separation, the separation sequence is repeated
until all fluid volumes from the IEF dimension have been sampled
into the CE dimension.

Simultaneous focusing and EOF-driven mobilization trans-
ported focused sample species to the sampling intersection with
an electroosmotic velocity of order 20 µm/s (Figure 4A, D). After
a fluidic volume of interest reached the intersection (Figure 4B),
all reservoirs were switched to electrically float for 3 s prior to
sampling. During this period, focused sample species began to
defocus, as presumably did the much lower molecular weight
ampholytes. The floating step was incorporated into the voltage
algorithm to electrically decouple the two assay dimensions and
to allow for a more homogenized pH field near the intersection.
Mass continuity ensures that the bulk of fluid sampled from the
IEF dimension into the CE dimension was replaced with un-
focused ampholyte solution (Figure 4C). This algorithm resulted
in an IEF separation that was essentially “parked” during each
CE analysis, as species were refocused (E ) 350 V/cm for 6-10
s) prior to additional CE analyses (Figure 4D). Each sampling
event, CE separation, and IEF refocus cycle had a period of 45 s.

Figure 5 shows the intensity signal from a region of the IEF
dimension before and after the single sampling event shown in
the CCD images in Figure 4. The shaded portion of the electro-
pherogram corresponds to the volume fraction sampled from the
IEF dimension into the CE dimension. After sampling of the
shaded peak, the remaining species were refocused in preparation
for continued sampling. Note that the sample intensity distribution
in the x/Limage < 0.7 region of the image is largely undisturbed,

Figure 3. Separation algorithm for the 2D IEF-CE separation. The
device geometry is shown with arrows indicating the sample motion
during each serial separation step. The first dimension (IEF) extends
from reservoir A (anolyte) to reservoir C (catholyte). The second
dimension (CE) extends from reservoir B (buffer) to reservoir W
(waste). The imaged area is indicated by the dashed box, D. The
voltage applied during each step of the 2D separation is shown in
the table (HV, high voltage; G, ground; F, float).

Figure 4. CCD images during species sampling. (A) Species are
focused by IEF in the first dimension (dark bands in horizontal
channel). Simultaneously, the bands are mobilized toward the
catholyte reservoir by low-dispersion EOF. (B) Once a fluid volume
of interest, n, reaches the microchannel intersection, all electrodes
are switched to electrically float for 3 s. (C) High voltage is then applied
at reservoir B and reservoir W is grounded, initiating sample separa-
tion in the second dimension. (D) Upon completion of the CE
separation, IEF/EOF is reinitiated causing sample species to refocus
and the next fluidic volume (n - 1) to migrate to the intersection.
This sequence is repeated until all fluidic volumes are sampled from
first dimension into the second.
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indicating that only a small fraction of the IEF fluid volume was
introduced into the CE channel. Figure 5 shows that it is possible
to sample all fluid volumes from the first dimension into the
second due to the near stationary nature of the species remaining
in the first dimension during an analysis in the second dimension.
It is important to note that species are effectively mixed to the
length scale of the junction geometry during the sampling process,
as the width of the CE channel approximately defines the
resolution available from the first dimension. To fully optimize a
multidimensional system, each effluent peak from the first dimen-
sion should be sampled into the second dimension several times,
as described by Murphy et al.40 This “oversampling” of peaks from
the first dimension into the second enhances the overall separation
resolution of a 2D system. Further improvements to this system
are necessary in order to ensure oversampling of all species (e.g.,
reduced sampled volume widths along the IEF dimension).

Two-dimensional “gel-like” plots were constructed from a time
sequence of CCD images collected during the 2D separations.
The gel-like plots were formatted to display inverted gray scale
intensity information to mimic a slab-gel result with dark regions
corresponding to high fluorescence intensity zones. Figure 6
shows the results of a 2D separation using a gel-like format for
three time steps during the 2D analysis (∆t of 3, 5, and 7s). Each
vertical column (“lane”) in the gel-like plot is generated from a
spatial electropherogram that indicates the intensity of fluores-
cence along the CE separation channel. In each gel-like plot, the
electropherograms correspond to equal duration CE separations
(i.e., the CE data for each 2D plot were collected at equal time
periods after the respective electrokinetic injection). Accordingly,
the ordinate axis of the gel-like plot corresponds to the axial

coordinate along the second dimension of the assay. Since the
method developed in this work is a serial 2D analysis, the vertical
lanes correspond to CE analyses of fluid volumes sampled from
different, adjacent locations along the IEF dimension; thus, each
vertical lane is an analysis of a single sampling event from a
discrete pI range. As a consequence, the abscissa of each 2D plot
is proportional to the axial dimension along the IEF channel. Recall
that, during IEF, the focused bands are mobilized from left to
right into the injection region with a mobilization velocity of
roughly 20 µm/s. The left-most lane of each gel-like plot presented
in Figure 6 corresponds to the first sampling event, while columns
to the right correspond to subsequent sampling from fluid volumes
containing decreasing pI values.

Using the spatially and temporally varying intensity data,
species were identified in Figure 6 using relative pI locations and
apparent mobilities. The apparent mobilities for species analyzed
by the 2D system were calculated from velocities measured during
species analysis in the second dimension. Table 1 shows the
resulting agreement between apparent mobilities measured during
the CE portion of IEF-CE and mobilities measured using on-
chip 1D ampholyte-based CE. A Student’s t distribution was used
to estimate the error in measured mobilities within a 95%
confidence interval (four trials for FITC-dextran and five for the
other two species). The mobilities measured using 1D CE and
2D IEF-CE agree reasonably well. Variation in measured mobili-
ties could arise from differences in the background bulk flow (i.e.,
pressure-driven or electroosmotic flow) between the experiments.
Adsorption of the FITC-dextran to the microchannel walls may
explain the large variation in the measured mobility. Figure 7
shows the time-dependent motion of the center of mass for each
identified species. The measurements indicate a linear dependence
of center of mass location on time (R2 > 0.99). The variance of
sample plugs also increased linearly with time (R2 > 0.94) during
analysis in the second dimension. Each behavior is consistent with
a CE mechanism acting in the second dimension to within the
temporal resolution of the experiment (0.5 s).

A central goal of any 2D separation system is the ability to
separate and detect species not detectable by independent 1D
separations. The 2D analysis shown in Figure 6 meets this goal
by resolving species not identified during companion on-chip 1D
separations under similar experimental conditions (EIEF ) 350
V/cm and ECE ) 395 V/cm). These unidentified peaks are labeled
numerically (i.e., 1, 2, and 3) in Figure 6. The unidentified peaks
are postulated to be associated with the GFP and FITC-ovalbumin
samples. This hypothesis is supported by the work of Richards
et al. in which three GFP bands were detected using slab-gel IEF
analysis.41 Slab-gel IEF analysis of the samples used in the current
study also confirmed the presence of three species (pI1 ) 5.9, pI2

) 6.1, pI3 ) 6.4), as well as the presence of multiple species in
the FITC-ovalbumin sample (numerous unresolved species
having pI values between 5.0 and 5.3).

Overall system peak capacity and throughput are important
performance metrics for any analysis system. Based on a conser-
vative estimate of the standard deviation of a sampled peak at the
detector (σ ) 520 µm for E ) 395 V/cm) and the 1.3-cm channel
length, the CE dimension has a peak capacity, based on fwhm, of

(40) Murphy, R. E.; Schure, M. R.; Foley, J. P. Anal. Chem. 1998, 70, 1585-
1594.

(41) Richards, D. P.; Stathakis, C.; Polakowski, R.; Ahmadzadeh, H.; Dovichi, N.
J. J, Chromatogr., A 1999, 853, 21-25.

Figure 5. Sampling resolution for 2D separation. A spatial electro-
pherogram is shown for the IEF dimension prior to species sampling
(black line) and after sampling (gray line) during the sampling event
shown in Figure 4. The shaded area is the difference between the
intensity signals and corresponds to the volume sampled from the
IEF dimension into the CE dimension. IEF was not reinitiated prior to
acquisition of the “after sampling” electropherogram; thus, the high-
intensity peak (x/Limage ∼ 0.4) has decayed in intensity due to
diffusional broadening. Once IEF is reinitiated, the peak height is
regained. The high-intensity peak indicates detection of an initial
sample mass of 0.05 µg and arises from the GFP sample. The right-
most peak is the FITC-dextran sample.
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∼10. The peak capacity of 1D IEF is a function of the applied
electric field strength (as indicated by the behavior of the focused
band variance shown in Figure 1). However, in the 2D system,
the effective peak capacity of the IEF dimension is limited by the
spatial resolution of the sampling junction. In the current 2D
system, this spatial resolution is ∼200 µm (one channel width)
resulting in an effective n ∼ 130 for the IEF dimension. Combining
the IEF peak capacity estimate with that of the CE dimension, eq
2 yields an estimated overall 2D system peak capacity of 1300.
This peak capacity estimate compares favorably with the estimated
peak capacity of the MEKC-CE system described by Rocklin et
al. (500-1000 based on fwhm).21 As further comparison, peak
capacities for standard gel 2D electrophoresis are in the 1000-
3000+ range.9 The peak capacity of our system could be improved
by lengthening the CE separation channel (for greater CE
separation efficiency, assuming the assay is not signal limited),
employing CE channels that have a smaller channel width to
characteristic species bandwidth ratio (to increase the effective
peak capacity of the first dimension), and through precise control
of pressure-driven flow in all channels at the sampling junction
(which would reduce injection dispersion). The data presented
in Figure 6 represent sampling from a fluid volume that occupies
∼15% of the IEF dimensionsthe region of the IEF channel that
contained the sample species and, thus, exhibited measurable

signal. The initial focusing, mobilization, sampling, and separation
in the second dimension of this targeted region were completed
in less than 5 min. Based on these measurements, use of this
geometry (e.g., a single channel comprising the second dimen-
sion) should yield a 2D analysis of nearly 100% of the first-
dimension volume in less than 1 h.

CONCLUSIONS
We have demonstrated a single, planar, polymer microdevice

that serially integrates two rapid, orthogonal chip-based separation
schemes (IEF and CE). The boundary conditions of the terminal
channel reservoirs (e.g., applied potential, chemistry, and pH) in
a cross geometry were used to govern the separation mechanisms

Figure 6. Gel-like plots of an IEF-CE separation at CE analysis times of 3, 5, and 7 s. The horizontal axis corresponds to the relative position
of each fluid element during the IEF separation. Approximately 3 mm, or 15%, of the total IEF channel length was sampled (E ) 350 V/cm). The
vertical axis corresponds to the spatial axial dimension of the subsequent CE separations (E ) 390 V/cm). Species not identified in companion
1D separations are labeled as peaks 1, 2, and 3.

Table 1. Measured Apparent Mobilities for the
Predominant Sample Species

mobility, µ × 104 cm2/V‚s

1D CE (on-chip) 2D IEF-CE (on-chip)

FITC-ovalbumin -1.3 ( 11% -1.4 ( 7%
GFP -1.0 ( 15% -1.0 ( 6%
FITC-dextran -0.4 ( 57% -0.7 ( 18%

Figure 7. Mobility behavior for predominant species during the CE
portion of the IEF-CE separation. Mobilities are tabulated in Table
1; species labels are consistent with Figure 6. All species exhibited
linear correlation coefficients of greater than 0.992. The two measure-
ment sequences marked as GFP were collected from neighboring
CE lanes and indicate oversampling of that species.
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throughout the analysis. A mixture of fluorescent sample species
was focused during IEF and mobilized by low-dispersion EOF to
a junction, where effluent volumes were repeatedly electrokineti-
cally sampled into the CE dimension. Such electrokinetic control
of sample species and bulk fluid motion is advantageous for
automated on-chip systems. Comparison of the 2D system
behavior to that of the 1D constituent separation mechanisms
showed good agreement. IEF in both the 1D and 2D systems
showed rapid peak generation (less than 1 min), reduced EOF
without the introduction of high-viscosity additives, resultant
highly concentrated sample species (70-fold), and a high peak
capacity. Species behavior in the second dimension of the IEF-
CE system was consistent with a CE separation mechanism (i.e.,
a constant velocity difference between neighboring peaks and
diffusional broadening of injected sample species). These results
suggest that the two separation mechanisms (IEF and CE) remain
independent despite the fact that the two separation dimensions
are fluidically coupled and use the same liquid medium. Results
from the 2D analysis suggest increased separation resolution over
that of the corresponding uncoupled 1D separations, as peaks that
were not detectable during 1D separations under identical condi-
tions were apparent in the 2D separation. The complete 2D system
was estimated to have a peak capacity of ∼1300.

The peak capacity and resolution may be further improved by
reducing the size of each fluid volume sampled into the second
dimension (perhaps by reducing the width of the sampling
junction), increasing the channel length of the second dimension,
and reducing dispersion during sample handling between the first
and second dimensions. The low viscosity of the separation media,

in combination with the short separation channel length scales
used, resulted in rapid IEF and CE analyses. That noted, the
analysis time of this system was dominated by that of the second
dimension and could be reduced further through implementation
of a manifold of CE channels that would allow sampling and
analysis of numerous analyte volumes from the first dimension
in parallel. The total analysis time for a parallel system should
decrease as the number of additional CE channels increases,
although system complexity will also increase. The liquid-phase
approach presented here may facilitate further system integration,
including fraction collection and coupling of IEF-CE with a third
dimension (e.g., mass spectrometry).
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